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INTRODUCTION 


1. Scope 

This manual contains a complete parts list for the Patient -Assi 

Device. 

2. Explanation of columns is given below, 

a. Reference No. - Column 1 


The reference number applied to a component in the 
schematic diagram in Figure 4 appears in this column. 

b. Description - Column 2 

Reference name and qualifiers appear in this column. 

c. Remarks - Column 3 


Remarks of interest concerning reference items appear 
in this column. SwRI sketches referred to in this column are included 
immediately following the parts list. 



Contractor 


Southwest Research Institute 


Order No. Contract No. NA.S 9-13582 


DESCRIPTION 


Capacitor, Tantalum, IQO/jfd, 10%, 20 YDC 

Capacitor, Tantalum, lQO^fd, 10%, 20 VDC 

Capacitor, Tantalum, 100 tjfd, 10%, 20 VDC 

Capac itor, Tantalum, 100 ti fd, 10%. 20 VDC 

1 ’ V ' 

Capacitor, Silver Mi ca, 56 0 pfd. , 5% 

Capacitor, Ceramic Di sc, . 0 l^ fd. , 20% , 50 VDC 

Capacitor, Ceramic Disc, . 01 /{fd. , 20%, 50 VDC 


Capacitor. Ceram ic Disc, , Oljt^ fd , j0*&. 5 0 VDC 


Diode, Signal, Silicon, 1N4448 
Diode, Signal, Silicon, 1 N4448 


Diode, Signal, Silicon, IN4448 


Nomenclature PATIENT ASSIST DEVICE 
Date Oct. 12, 1973 

REMARKS 

Kemet Series T110 
Kemet Series T110 
Kemet Series T110 
Kemet Series T110 

Kemet Series T110 
Kemet Series T110 
Kemet Series T110 


Kemet Series TH0 
























Contractor 


Southwest Research Institute 


Nomenclature PATIENT ASSIST DEVICE 


Contract No. NAS 9-13582 


Date Oct. 12, 1973 


REF. 

NO. 














Fuse, AGC-5 (installed in 3AG fuse extractor post no. 342004) 


Fus e, AGC-5 (installed in 3 AG fuse extractor post no. 342004) 

Fuse. AGC-5 (installed in 3 AG fuse extractor posi-iiQ — 3 . 4 2.. 0 . Q . 4) 


Fuse, AGC-5 (installed in 3A O fuse pytrartnr post nn. 342004) 

Fuse. AGC-5 (installed in 3AG fuse extractor post no. 342004) 

Fuse, AGC-5 (installed in 3AG fuse extractor post no. 342004) 

Fuse, AGC-5 (installed in 3AG fuse extractor post no. 342004 ) 

Fuse. AGC-5 (installed in 3AG fuse extract or post no.. 342004) 

i *— ‘ 

Fuse, AGC-5 (installed in 3AG fuse extractor post no, 342004) 

Fuse, AGC-5 (installed in 3AG fuse extractor post no. 3420 Q4) 

Fuse, slo-blo, 3AG 5A (installed in 3AG fuse extractor post no. 342004) 

Integrated Circuit, SN74123N _ 

Integrated Circuit, SN74123N — 

Integrated Circuit, SN7474N 


REMARKS 



Texas Instruments 


Texas Instruments 


Texas Instruments 
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^ itxd-CtUi. 


juuuiWcbL Kc&cdAUi JLu&titute 


Order 

No. Contract No. NAS 9-13582 

REF. 


NO. 

DESCRIPTION 

IC 4 

Integrated Circuit, SN74O0N 

IC 5 

Integrated Circuit, SN74192N 


Integrated Circuit, SN7 5452 

ic 7 

Integrated Circuit, SN7442N 

IC 8 

Integrated Circuit, SN7402N 

IC 9 

Integrated Circuit, SN7402N 

!ClO 

Integrated Circuit, SN7402N 

ICu 

Integrated Circuit, SN7 5452 

IC 12 

Integrated Circuit, SN7545I 

ICn. 

Integrated Circuit, SN75451 

IC U 

Integrated Circuit, SN75451 

IC 15 

Integrated Circuit, SN75451 

ICl6 

Integrated Circuit, SN75451 


IC16 

IC17 


Integrated Circuit, SN7474N 


iMumencldtUi e PAjLihaNI Abblbl jJEV' l. 
Date Oct. 12. 1973 


REMARKS 


Texas Instruments 


Texas Instruments 


Texas Instruments 


Texas Instruments 


Texas Instruments 


Texas Instruments 


Texas Instruments 


Texas Instruments 


Texas Instruments 


Texas Instruments 


Texas Instruments 


Texas Instruments 


Texas Instru ments 
Texas Instruments 
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Contractor 


Southwest Research Institute 


Order No. Contract No. NAS 9-13582 

REF. 

NO. 

DESCRIPTION 

IC, R 

Integrated Circuit, SN7474N 

IClq 

Integrated Circuit, SN7474N 

1 

1 ICzo 

Integrated Circuit, SN7474N 

j 

1 IC 2 1 

Integrated Circuit, SN7474N 

wmm 

Integrated Circuit, SN7404N 

i 

j IC 23 

Integrated Circuit, SN7404N 

1 IC 24 

Integrated Circuit, SN75452 

IC 25 

Integrated Circuit, SN7 5452 


Integrated Circuit, SN7 5452 

ic 27 

Integrated Circuit, SN75452 

IC 28 

Integrated Circuit, SN75452 



J1 

Connector, Printed Circuit, 47 pin 




J2 


Connector, 9 pin 
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Contractor Southwest Research Institute 

Order No. Contract No. NAS 9-13582 


Nomenclature PATIENT ASSIST DEVICE 
Date Oct. 12, 1973 





DESCRIPTION 

REMARKS 

Socket, 

AC, 

3 -wire 

Waber Electronics 
No. 3011 

Socket, 

AC, 

3 -wire 

Waber Electronics 
No. 3011 

Socket, 

AC, 

3 -wire 

[Waber Electronics 
No. 3011 


J6 

Socket, AC, 3 -wire 

Waber Electronics 

No. .301.1 

J7 

Socket. AC, 3 -wire 

Waber Electronics 

No. 3011 

J8 

Socket, AC, 3 -wire 

Waber Electronics 
No. 3011 

J9 

Socket, AC, 3 -wire 

Waber Electronics 

■Nfl-aqju 

J10 

Socket, AC, 3 -wire 

Waber Electronics 
No. 3011 

Jll 

Socket, AC, 3 -wire 

Waber Electronics 
No. 3011 

J12 

Socket, AC, 3 -wire 

Waber Electronics 
No. 3011 



Relav> Solid State, Zero Voltage Turn on. Switches 5A, 140 VAC 


Teledyne Relays No, 
601-1103 
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Contractor Southwest Research Institute 


Nomenclature PATIENT ASSIST DEVICE 


Order No. Contract No. NAS 9-13582 


Date Oct. 12, 1973 


REF 

NO. 





Relay, Solid State, Zero Voltage Turn on. Switches 5A, 140VAC 


Relay, Solid State, Zero Voltage Turn on, Switches 5A, 140 VAC 


Relay, Solid State, Zero Voltage Turn on. Switches 5A, 140 VAC 


Relay, Solid State, Zero Voltage Turn o n. Switches 

Relay, Solid State, Zero Voltage Turn on. Switches 5A, 140 VAC 

Relay, Solid State, Zero Voltage Turn on, Switches 5A, 140 VAC 


Relay, Solid State, Zero Voltage Turn on, Switches 5A, 140 VAC 


Indicator, Pushbutton, Lighted(with legend "2" in 7 /64 n t 



Indicator, Pushbutton, Eighted(_with .1 


REMARKS 


Teledyne Relays No. 
601-1103 


Teledyne Relays No. 
601-1103 


Teledyne Relays No. 


601-1103 ' 


Teledyne Relays No. 

601-1 1 0.3 


Teledyne Relays No. 
601-1103 


Teledyne Relays No. 
601-1103 


Teledyne Relays No. 
601-1103 






Microswitch Pushbutton 
Indicator No. 4C21B31 


CYL with lamp ASA 
No. 656 


Microswitch Pushbutton 
Indicator No. 4C21B31- 


CYL with lamp ASA 
No. 656 


Micr oswitchPushbutton 
Indicator No. 4C21B31- 


CYL with lamp ASA 
No. 656 
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Contractor 


Southwest Research Institute 


Order No. Contract No. NAS 9-13582 


REF. 

NO. 


L4 


DESCRIPTION 


Indicator, Pushbutton, Lighted (with legend "4 11 


L5 


Indicator, Pushbutton, Lighted (with legendC'S " 


L6 


Indicator, Pushbutton, Lighted (with legend M 6 n 


Indicator. Pushbutton, Lighted (with legend n 7 n 


L8 


L9 


L10 


Indicator, Pushbutton, Lighted (with legend ,T 8’ 


Indicator. Pushbutton, Lighted(with legend "9 


t nrH r a tor r Pushbutton... T d gfrted (with legend "IP. 


Nomenclature PATIENT ASSIST DEVICE 


Date Oct. 12, 1973 



in 7/64" type size) 


in 7 /64" type size) 


in 7/64" type size) 


REMARKS 


Microswitch Pushbutton 
Indicator No. 4C21B31- 


CYL with lamp ASA 
No. 656 


Microswitch Pushbutton 
Indicator No. 4C2 1 B3 1 - 



Microswitch Pushbutton 
Indicator No. 4C21B31- 


CYL with lamp ASA 
No. 656 





Microswitch Pushbutton 
Indicator No, 4C2 1B3 1 - 


CYL with lamp ASA 
No. 656 


Microswitch Pushbutton 
Indicator No. 4C21B31- 


CYL with lamp ASA 
No. 656 


Microswitch Pushbutton 

TVT~ A nO 1 •R ^ 


CYL with lamp ASA 
No. 656 
















Contractor 


Southwest Research Institute 


Order No. Contract No. NA.S 9-13582 


REF. 

NO. 

DESCRIPTION 

L 1 1 

Indicator, Pushbutton, Lighted (with legend ' 



L 1 2 

Indicator, Pushbutton, Lighted (with legend 



L13 

Indicator, Pushbutton, Lighted (with legend 



L14 

Indicator, Pushbutton, Lighted (with legend 



LI 5 

Indicator, Pushbutton, Lighted (with legend 


ndicator 


Nomenclature PATIENT ASSIST DEVICE 


Date Oct. 12, 1973 


REMARKS 


'ON 11 in 7/64” type size) 


Microswitch Pushbutton 
Indicator No. 4C23B31 


CYK with lamp ASA 
No. 656 


'ON 11 in 7/64 n type size) 


’ON 11 in 7/64" type size) 


Microswitch Pushbutton 
Ind i cator N _ c n _4 C ? .3 B3JLj 


CYK with lamp ASA 
No- . — 6 - 5 6 


Microswitch Pushbutton 

Indicator No. 4C?3R,3..1_. 


CYK with lamp ASA 
_N.cl 6 5 6 


"ON" in 7/64" type sizel 


Microswitch Pushbutton 
Indicator No — 4C23R3J. 


"ON" in 7 / 64* 1 type size) 


CYK with lamp ASA 
No. 656 — 


Microswitch Pushbutton 
Indicator No. 4C23B31 


’ON 11 in 7 / 64 u type, siz e!. 


CYK with lamp ASA 
No. 656 


Microswitch Pushbutton 
Indicator No. 4C23 B31 


CYK with lamp ASA 
-N-o, — 656- 


"ON" in 7/64’ 1 tvne siael 


Microswitch Pushbutton] 
Indicator No. 4G 23B3J. 


CYK with lamp ASA 
No. 656 
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Contractor Southwest Research Institute 


Nomenclature PATIENT ASSIST DEVICE 


Order No. 


Contract No. NAS 9-13582 


Date Oct. 12. 1973 


REF, 

NO. 




Indicator, Pushbutton, Lighted (with legend "ON" in 7/64" type size) 




Indicator, Pushbutton. Lighted (with legend "ON" in 7/6„4,'„. , , t ype. s. iz e ' 









Indicator, Pushbutton, Lighted (with legend "COUNT UP’ 1 in 7/64" type 


Indicator, Pushbutton, Lighted (with legend "COUNT DOWN" in 7/64 1 ' 
type size) __ 


Connector, printed circuit. 47_p_i 


Connector, 9 pin 


REMARKS 


Microswitch Pushbutton 
Indicator No. 4C23B31 


CYK with lamp ASA 
No. 656 


Microswitch Pushbutton 
Indicator No. 4C23B3 1 




Microswitch Pushbutton 
Indicator No. 4C23B31 




Microswitch Pushbutton 
Indicator No. 4C23B31 


CYK with lamp ASA 
No. 656 


Microswitch Pushbutton 
Indicator No. 4C21B31 


CYK with lamp ASA 
No. 656 


Elco No. 00-7021-047- 
000-001 
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Contractor Southwest Research Institute 

Order No. Contract No, NAS 9-13582 

REF. 


NO. 


PSj Power Supply, 

PS^ Power Supply, 


DESCRIPTION 


regulated, + 5VDC, 2, 2A 
regulated, -f28VDC, 1. 25A 


R1 

R2 

R3 

R4 

R5 

R6 

R7 

R8 

R9 

RIO 


Resistor, 
Resistor . 
Re sistor. 
Resistor, 
Resistor, 
Resistor, 
Resistor, 
Re sistor, 
Resistor, 
Resistor. 


fixed, composition. 3 S%. 1 / 4W 

fixed, composition. 20K^ ~. 5%. 1 / 4.W. 

fixed, composition. 20K-tX-. 5%. 1 / 4W 

fixed, composition, 20K , 5%. 1 /_4j/ 

fixed, composition, IKjlv, 5%. 1/4W 
fixed, composition, 1K^, 5%, 1 /4W 
fixed, composition, 1 KjT-«- , 5%, 1 /4W 
fixed, composition, IKu., 5%, 1 / 4W 
fixed, composition, IKxr, 5%, I/4W 
fixed r composit ion. — 3. K-°, . 5% , — 1 f 4 M — 


Rll 


Resisto r, fixed, composition, 1K^, 5%, 1/4W 


Nomenclature PATIENT ASSIST DEVICE 
Date Oct. 12, 1973 


REMARKS 

Acopian No. A5NT220 


Acopian No. A28NT125 














Contractor Southwest Research Institute 


Nomenclature PATIENT ASSIST DEVICE 


Order No 


Contract No. NAS 9-13582 


Date Oct. 12, 1973 


REF. 

NO. 



REMARKS 



Resistor, fixed,' composition, 1KJ\ 5%, 1/4 W_ 


Resistor, fixed, composition, lKMS 5%, 1 /4W 


Resistor, fixed^ 


Resistor, fixed, co 





Switch, Pushbutton, Lighted (with legends "POWER 11 and n QN n in 7/64" 

type size) 

S 2 , i-2 3 Switch, Pushbutton, Lighted (with legend "CLEAR 11 in 7/64 11 type size) 



Microswitch Pushbutton 
Switch No. 4A21BFA31 


CRJ with lamp no. 
ASA 656 


Microswitch Pushbutton 
Switch No. 4A21BEA31 


CGL with lamp no. 
ASA 656 



Switch, Miniature, Light Force (with 2-3/8 n lever as external actuator) Cherry no. E22-85HX 


Switch, Miniature, Light Force (with 2-3/8 11 lever as 6 x ter nal , ac tuat Q - L l 

Switch, Miniature, Light Force (with 2-3/8 11 lever as external actuator; 



Cherry no. E22 - 85HX 
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* These switches are patient activated and may be replaced by other SPST momentary action switches to 













Contracto r 


Southwest Research Institute 


Nomenclature PATIENT ASSIST DEVIC 


Order No. Contract No. NAS 9-13582 Date Oct. 12, 1973 


REF. 

NO. 

DESCRIPTION 

REMARKS 


Cabinet, instrumentation, portable; with 

Techmar No. PIC-5H- 
12W-120-WSH-T 


Panel, Front, modified by SwRI 

SwRI Drawing Nos. 13- 
1702-001-011, -012, -013 
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